Abstract. RHUM-RUM is a German-French seismological experiment based on the sea floor surrounding the island of La Réunion, western Indian Ocean (Barruol and Sigloch, 2013) . Its primary objective is to clarify the presence or absence of a mantle plume beneath the Reunion volcanic hotspot. RHUM-RUM's central component is a 13-month deployment (October 2012 to November 2013) of 57 broadband ocean bottom seismometers (OBS) and hydrophones over an area of 2000 × 2000 km 2 surrounding the hotspot. The array contained 48 wideband OBS from the German DE-PAS pool and 9 broadband OBS from the French INSU pool. It is the largest deployment of DEPAS and INSU OBS so far, and the first joint experiment.
iment is a deployment of 48 German wideband and 9 French broadband ocean-bottom seismometers (OBS), from the DE-PAS (Deutscher Geräte-Pool für Amphibische Seismologie, managed by AWI Bremerhaven) and INSU (Institut national des sciences de l'Univers) pools respectively (see Table 1 for the data return).
There have been multiple experiments in tectonic settings similar to RHUM-RUM: 35 wideband and broadband OBS from the US OBS Instrument Pool (OBSIP) were deployed by the PLUME Hawaii experiment Wolfe et al., 2009) twice for 1 year. Japanese large-scale imaging efforts around an oceanic hotspot were the PLUME Tahiti experiment with 9 Japanese broadband OBS (BBOBS) (Barruol, 2002; Suetsugu et al., 2005) and the TIARES array with again 9 BBOBS around the Society hotspot (Suetsugu et al., 2012) . In 2011 German DEPAS OBS were deployed around the Tristan da Cunha hotspot (ISOLDE experiment, Geissler and Schmidt, 2013) . Other larger, longterm DEPAS deployments in non-hotspot settings were in the Aegean Sea (EGELADOS, Meier et al., 2007) and in the Gulf of Cadiz (NEAREST, Geissler et al., 2010) .
RHUM-RUM has been the largest DEPAS deployment so far in terms of the number of stations deployed (44 + 4) and in terms of aperture. This allows to resolve the deep-mantle signature of a plume using seismic tomography, especially when combined with concurrent land deployments. It is the first OBS experiment that specifically tries to use data for waveform tomography. This requires full response information on all instruments and also a high signal-to-noise ratio in the whole frequency range between 0.01 and 1 Hz.
The central component of the experiment was a deployment of 44 wideband OBS from DEPAS, of the so-called "LOBSTER" (Longterm OBS for Tsunami and Earthquake Research) type; 4 from Geomar Kiel, essentially identical to the DEPAS LOBSTERs; and 9 LCPO2000 broadband OBS from INSU, which are based on the "L-CHEAPO" instrument (Low-Cost Hardware for Earth Applications and Physical Oceanography) developed at the Scripps Institution of Oceanography (SIO).
We report on, and compare, the performance of seismometers and hydrophones from the two involved instrument pools, the German DEPAS and the French Parc Sismomètre Fond de Mer of INSU. This is the first side-byside comparison of instruments from the German and French community OBS pools.
Data from the RHUM-RUM ocean bottom stations (and island stations) will be made freely available at the end of 2017 (Barruol et al., 2011) . This paper reviews the functioning of the OBS network and documents issues encountered in data collection, quality control, and processing. We review the experiment layout in Sect. 2.1, and the two types of OBS employed in Sect. 2.2. The performance of the stations is described in Sect. 3, with a focus on noise levels in Sect. 3.3. Possible reasons for the surprisingly different noise levels are discussed in Sect. 4. Appendix A contains a detailed description of the seismometer instrument responses, Appendix B describes an experiment to estimate clock drift rates and Appendix C contains a station-by-station list of noise levels in three period bands.
Experiment setup and instrumentation

The OBS network
For an overview of the whole network see Fig. 1 . The oceanic component of the RHUM-RUM experiment consisted of 57 broadband ocean bottom seismometers deployed over an area of 2000 km × 2000 km from September 2012 to November 2013. The OBS clustered relatively densely around the island of La Réunion, out to distances of 400-500 km, including the vicinity of Mauritius (Fig. 1 ). This relative dense coverage was extended eastward to the Central Indian Ridge, in order to investigate hypothesized asthenospheric flow from hotspot to ridge (Morgan, 1978; Dyment et al., 2007) . The seismicity in the reliably active South Sandwich subduction zone generates body-wave paths which sample the mantle beneath La Réunion at greater depths. Sampling with opposite azimuth is provided by earthquakes in the subduction zones of the south west Pacific, especially since the OBS network is augmented by RHUM-RUM land stations on Madagascar, and on the Îles Éparses in the Mozambique Channel. A linear, less dense arrangement of OBS followed the strike of the Central Indian and Southwest Indian ridges to the east and south, at 800-1200 km distance from the hotspot. Waves originating from earthquakes in the Alpine-Himalayan orogens and recorded at these stations again sample deeper levels of the mantle beneath La Réunion, but are also used to study the mid-ocean ridges themselves. A dense sub-array of 8 OBS, referred to as the "SWIR Array", was deployed around an active seamount on the Southwest Indian Ridge in order to investigate the structure and seismicity of this ultraslow spreading ridge. The sub-array had a footprint of about 70 km × 50 km and was located in segment 8 of the ridge, following the nomenclature of Cannat et al. (1999) . The OBS were deployed in October 2012 by the French research vessel Marion Dufresne and were recovered in October/November 2013 by the German research vessel Meteor. The instruments spent the intervening 13 months recording on the seafloor.
At each deployment site, the seafloor was surveyed with R/V Marion Dufresne's multi-beam bathymeter and sediment echo sounder before dropping the OBS over board in a location deemed most suitable. The ship left immediately after deployment so that only deployment (and recovery) coordinates are known; no attempt was made to acoustically triangulate the landing positions of the OBS, with the notable exception of the 8 OBS in the densified SWIR Array. In general, OBS recovery positions were found to differ from their deployment positions by no more than a few hundred meters.
OBS models deployed
Here we give a brief overview of the hardware deployed (see Table 2 ) and the recording settings used, especially as they relate to the performance assessment of Sect. 3 (see Table 2 for an overview).
LOBSTER
The broadband OBS pool DEPAS (Deutscher Geräte-Pool für Amphibische Seismologie) of the German geophysical community consists of 80 instruments of the LOBSTER type ("Long-term OBS for Tsunami and Earthquake Research"). The OBS were developed in 2005, merging previous design experience mainly by Geomar Kiel (Flueh and Biolas, 1996) , the University of Hamburg (Dahm et al., 2002) , and the marine engineering firm K.U.M. (Umwelt-und Meerestechnik Kiel). K.U.M. was charged with building 80 LOB-STER units, which were funded by the German Research Foundation (DFG), the Federal Ministry of Education and Research (BMBF) and the Helmholtz Association of National Research Centres (HGF). The Alfred Wegener Institute Bremerhaven houses and maintains the instruments. For Broadband ocean-bottom seismometers, photographed seconds before deployment. Left panel: one of 48 LOBSTER-type instruments from the German DEPAS pool. The Güralp CMG-OBS40T sensor (corner period 60 s) is fitted in a vertical titanium pressure cylinder between two syntactic foam buoys and wedged against the steel anchor beneath it. Two horizontal titanium cylinders in the background contain the data recorder and the lithium batteries. The broadband hydrophone (corner period 100 s) is strapped to the A-shaped titanium frame that protrudes from the centre of the buoy assemblage. Right panel: one of 9 LCPO2000-BBOBS (Scripps-based) instruments from the French Parc de Sismomètre Fond de Mer pool at INSU. The Nanometrics Trillium sensor (corner period 240 s) is contained in the green sphere, which is dropped (i.e. mechanically separated) from the main frame one hour after arrival on the seabed. The differential pressure gauge is located in the white cylinder behind the frame. Both instruments are equipped with flags, strobe lights and radio beacons to facilitate recovery.
detailed information see http://www.awi.de/depas. The four OBS loaned to RHUM-RUM by Geomar Kiel are essentially identical to the DEPAS OBS.
The modular LOBSTER design (Fig. 2 , left panel) is based on an open titanium frame that holds three titanium cylinders (containing the seismic sensor, data acquisition unit, and lithium batteries) and syntactic foam buoys that provide buoyancy for the ascent during recovery. A fourth titanium cylinder contains a mechanical release unit that locks the frame assemblage to a steel anchor until an acoustic release signal is received that initiates detachment from the anchor. The hydrophone is strapped to the frame, as are various recovery aides (a radio beacon, a flash, a flag, and a head buoy).
The titanium tube holding the seismic sensor is seated vertically between two syntactic foam units, and is wedged against the steel anchor by a steel plate, which acts as a lever that is pre-loaded by the mechanical release unit, thus ensuring good seismic coupling to the anchor. The integration of the seismometer into the frame makes the design very sturdy and reduces the number of failure points, but it also means that the seismometer is likely to record any tilt noise created by currents or pressure fluctuations acting on the frame. The orientation of the seismometer channels is fixed with respect to the frame, as it is shown in Fig. 3 .
The seismic sensor in most DEPAS units is a threecomponent wideband Güralp CMG-OBS40T with a corner period of 60 s. The CMG-OBS40T is a lesser-known version of the CMG-40T with reduced power consumption, which is mounted in a gimbal system for usage in OBS. The gimbal system is activated three days after arrival on the seafloor to ensure proper levelling, since the instrument may land in a tilted position) and then once every 21 days since the seafloor may settle over time.
The seismometer is sold in versions with different upper corner periods (10, 30, 60 s). All are mechanically identical, but use different feedback mechanisms to control the flat part of the response curve. The 60 s version is used by DEPAS and other OBS pools in Europe (e.g. IDL, Lisbon). Nine out of 48 instruments used in RHUM-RUM featured a prototype, broadband sensor design (corner period of 120 s). All of these nine units failed to level under deep-sea conditions, and repeated, unsuccessful levelling attempts drained the batteries prematurely (see Sect. 3.1).
The DEPAS units were additionally equipped with broadband hydrophones of type HTI-01 and HTI-04-PCA/ULF manufactured by HighTechInc (corner period 100 s), which usually worked very reliably as long as power was available.
The deepest RHUM-RUM OBS was deployed at 5400 m depth (Table 3) , and the standard DEPAS OBS is certified to 6000 m water depth. Two battery tubes can be fitted with up to 180 lithium cells, sufficient for up to 15 months of recording using the settings described below. RHUM-RUM instruments were equipped to record for 13 months at sampling rates of 50 Hz. Eight of the 48 available DEPAS units were of a deep-diving variant certified to 7300 m depth, which has only one battery tube and therefore holds fewer batteries. Most of these instruments were deployed in the SWIR sub-array and typically recorded for 8-9 months at a sampling rate of 100 Hz (higher rate in order to investigate local seismicity). The clocks are supposed to continue running even after the voltage has dropped below the level required for data recording, in order to enable estimates of clock drift even if OBS retrieval is delayed.
The Scripps OBS instrument, INSU instrument pool
The INSU instruments (Fig. 2 , right panel) are of the LCPO2000-BBOBS type, which is based on the Scripps Institution of Oceanography (SIO) "L-CHEAPO" design. Three of the instruments were manufactured at SIO and the other six at the INSU-IPGP OBS facility. The data recorder, batteries and release unit are protected in aluminium cylinders. The seismic sensor sits in an aluminium sphere. Buoyancy for recovery is created by hollow glass spheres. All instruments were equipped with Nanometrics Trillium-240 seismometers with a corner period of 240 s and a differential pressure gauge with a passband between 0.002 to 30 Hz. The INSU instruments check their level every hour. This caused an electronic spike of approximately 600 counts on the seismometer channels (see Sect. 3). This same spike exists in the 2006-2007 PLUME data set using SIO BBOBS ), although we found no published mention of it. The problem has not been explicitly solved, but the SIO BBOBSs were reprogrammed after the PLUME experiment to only check level once a week after the initial levelling cycle and the INSU BBOBSs are currently being reprogrammed to do the same. Work has been done to remove the hourly spike in the PLUME data (G. Laske, personal communication, 2014) and is being repeated for the RHUM-RUM data: it would be good to publish the correction algorithms, because these instruments probably still have this spike once per week.
The INSU instruments use a differential pressure gauge (DPGs, Cox et al., 1984) rather than a hydrophone. The DPG sits on the lower instrument frame close to the battery cylinder (Fig. 2) .
Instrument responses
Instrument responses specify the transfer functions of seismometers and hydrophones (three seismogram channels and one hydrophone channel per station). The RESIF (RÉseau SIsmologique & géodésique Français) data centre serves this information in the format of StationXML or dataless SEED files.
To our knowledge, detailed meta-data information for DE-PAS OBS has not been published elsewhere. Therefore, we added a detailed discussion of the instrument responses as an appendix to this paper (Sect. A). Figures 4 and 5 show the total responses of instruments and data loggers for hydrophones and seismometers. Figure 6 shows instrumentcorrected waveforms. For all seismometer types, instrument correction results in the same P-waveform.
Network performance
All 57 OBS were recovered successfully and undamaged. Table 3 summarizes the state of health of all seismometers and hydrophones over the deployment period. For a graphical summary of network performance (see Fig. 7 ).
Deployments were staggered over four weeks, along the 15 000 km-long cruise track. Recovery took five weeks and proceeded in roughly the same order as deployment, so that all stations spent approximately 13 months on the sea floor. An early end of recording was anticipated for stations RR35, RR41, RR43-RR48, and RR51 because their single battery tube only accommodated batteries for 8-9 months. For other stations, premature end of recording reflects technical issues, as discussed below.
Following the definition of the Cascadia initiative (Sumy et al., 2015) , the data recovery was 15 941 data days out of 19 751 deployment days or 80 % for the seismometers, and 18 735 data days or 94 % for the hydrophones (Table 1) . Table 3 . Performance summary of the 57 RHUM-RUM OBS and hydrophones. The abbrevation "gz" in the status column refers to the "glitch" on the Z component of the INSU seismograms (see Sect. 3.1). Skew is the measured clock drift in s, i.e. the instrument time at recovery minus the GPS time at recovery ("NA" if unknown because clock stopped early). For DEPAS stations, the number of recording days can exceed the number of deployment days because recording was started on deck prior to deployment. In the comments column, "120 s inst." refers to the new DEPAS sensor type that failed to level, yielding no useful seismometer data; "Geomar" refers to an OBS from Geomar, similar to the DEPAS LOBSTER. Figure 7 
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Instrument failures
Three out of 48 DEPAS stations (RR02, RR04, RR15) delivered neither seismometer nor hydrophone data because their data loggers failed (reason unclear). The seismometers in nine DEPAS stations (RR23, RR24, RR32, RR35, RR42, RR49, RR51, RR54, RR57) featured a redesigned sen- sor/casing package with broader band CMG-OBS40T sensors (120 s), which had previously not been deployed in the deep sea. The levelling mechanisms failed (remained stuck) in all nine stations, for reasons that are still under investigation. Automatic, prolonged attempts to level the sensors drained their batteries prematurely so that the functioning hydrophones also ran out of power 8-9 months into the experiment. DEPAS seismometers RR27 and RR45 recorded, but at high noise levels (reason under investigation). The hydrophones of these stations worked normally. The seismometer in one of the four Geomar stations failed (RR39), and noise levels at Geomar station RR33 are unusually high, al- Fig. 1 ). All seismograms have been instrument-corrected to displacement, filtered between 1/60 and 3 Hz (the nominal corner frequencies of the least broadband sensor type, the DEPAS OBS) in order to facilitate visual comparison. The waveforms on the right have been bandpass-filtered using a Gabor filter as described in Sigloch (2008, p. 100 ) with a centre frequency of 1/15 Hz. Waveforms are amplitude-normalized and plotted relative to the theoretical arrival time of a P-wave from a magnitude 6.6 earthquake on 20 April 2013 in Sichuan, China (71 • distance, see GEOFON, 2013) . This shows that the instrument response has been determined correctly and that even the relatively noisy DEPAS recordings can be used for purposes like waveform tomography. The band-pass filter strongly enhances the P-wave, compared to the wideband traces, where it is lost in the long period noise for most DEPAS stations.
though this might not be due to the sensor. The hydrophones in RR33 and RR39 measured, but at a high noise level. The 9 INSU stations (RR28, RR29, RR31, RR34, RR36, RR38, RR40, RR50, RR52) were affected by a bug in the data logger software that activated the level-sensing circuitry every 3620 s (roughly every hour). Each such event caused a "glitch" in the seismograms of roughly 1200 s duration, i.e. a characteristic, complex pulse shape, that is very similar but not identical across events. Pulse amplitudes are between 500-800 counts, corresponding to 1.5 µm ground displacement after instrument correction and filtering between 20 and 500 s period. This artefact is rarely visible on horizontal components where noise levels are much higher in this period band, but it exceeds noise amplitudes on the vertical channels by 15 dB. Figure 8 shows that the glitch amplitude is comparable to body wave arrivals of intermediate-size, teleseismic earthquakes, here a M6.6 earthquake at 71 • distance. Efforts are under way to suppress this artefact by matched filtering.
The differential pressure gauge in INSU station RR31 had high artefacts roughly every 9000 s. Seismic signals are visible in between, but may be difficult to use. For station RR38, gaps in the data had to be fixed. Although this was carefully done, it is possible that artefacts were introduced.
Estimation of clock error
The internal clocks of the data recorders are affected by drifts on the order of one second per year. Over 13 months of autonomous recording, drift of this magnitude is nonnegligible for certain applications, such as body-wave tomography. Prior to deployment, each recorder clock was synchronized to GPS, and upon recovery it was compared to GPS time again, yielding the clock drift or "skew". Assuming that the skew accumulated linearly over the deployment period, the clock error can be corrected for any moment in time. Previous studies (Hannemann et al., 2014; Scholz, 2014) show that linearity is a good first order approximation for the clocks used in the DEPAS instruments. For the LCPO2000 instruments used in the INSU pool, Gouedard et al. (2014) found that drift rates can vary over the course of days. We assume that this effect is cancelling out for longer deployments, therefore RHUM-RUM data at the RESIF data centre are linearly corrected for skew, where available.
Unfortunately a significant number of DEPAS clocks stopped before recovery, so that the skew could not be measured (entries "NA" in Table 3 ). Clock shutdown was not anticipated even if batteries became weak. At a critical voltage level of 6.0 V (down from 13.0 V), the recorder was programmed to switch off seismometer and hydrophone, allowing its low-consuming clock to continue for several months. The Lithium batteries for long-term deployments have a faster current drop than the alkali batteries for normal deployments, which caused a problem for multiple stations. Superimposed on a gradual voltage decline, the log files show brief, steep voltage drops associated with levelling events every 21 days. Towards the end of the recording period, this led to uncontrolled shutdown of some recorders and clocks, presumably when a drop below critical voltage occurred too suddenly.
Using cross-correlation of ambient noise, SensSchönfelder (2008) presented a method to determine the relative clock error between two seismometers a posteriori, which Hannemann et al. (2014) successfully applied to OBS data. Likewise, Scholz (2014) Figure 7 . Data availability and quality for all RHUM-RHUM ocean-bottom stations. Green indicates availability of good data. Yellow indicates availability of abnormally noisy data, where earthquakes are visible, but artefacts are so strong, that noise correlation or other advanced analyses will probably fail. Red indicates that the seismometer ("S" in first column) or hydrophone/differential pressure gauge ("H") recorded data that is completely useless for seismological purposes. These time traces will still be archived at RESIF and may be useful for analysis of error sources. Grey shading indicates time intervals when battery power had run out prior to recovery, or where the data logger failed (RR02, RR04, RR15) and no data was recorded at all. Dark red shading indicates time intervals of missing data for INSU stations RR31 and RR34 (overwritten due to erroneous reset of data logger). Station symbols in the last column follow Fig. 1 clock drift for the SWIR sub-array of the RHUM-RUM network (RR42-RR48, inter-station distances of 30-40 km). His results suggest that indeed clock errors accumulated linearly over the installation period. For the remainder of the RHUM-RUM network, inter-station distances were unfortunately found to be too large (> 150 km) to apply this ambient noise method, especially given the high self-noise level of the DEPAS OBS packages.
In an attempt to estimate the clock drift of these 11, otherwise well-functioning OBS a posteriori, we did a dry run of several recorders in the DEPAS lab with batteries and seismometers attached for over a month. Afterwards, we compared the value of the internal clock with GPS time. These experiments reproduced the sign of the clock error (clocks generally ran too slow) but probably not their values, at least not to an accuracy that would be useful in practice. The likely reason is that we did not simulate the low water temperatures on the seafloor. The experiment is described in detail in Appendix B.
Noise levels
Noise levels can be characterized by Probabilistic Power Spectral Density distributions (PPSDs, McNamara and Buland, 2004 ) for each of the four sensor components. We obtain PPSDs by computing power spectra on hour-long broadband time series, and by stacking the hourly results over the recording period. Figure 9 shows PPSDs for DEPAS station RR26 (depth 4259 m) and for INSU station RR28 (depth 4540 m), which were deployed at 150 km distance between each other.
We created a poster of PPSDs for all 57 stations and all 4 channels, which is published as a Supplement to this article and shows that the relative noise differences of Fig. 9 are characteristic for INSU versus DEPAS stations more generally.
Vertical seismometer channels
The seismometer spectra are rather similar at short periods but increasingly divergent at periods longer than 5 s. The vertical channel (BHZ) of the INSU instrument has its low-noise notch at 10-30 s period and stays well below the bounds of the (terrestrial) New High Noise Model (Peterson, 1993) , to periods longer than 200 s. The BHZ channel of the DEPAS instrument has its low-noise notch around 10-15 s; at longer periods, the noise rapidly increases, rising well above the Peterson High Noise Model.
At 40 s period, the noise level on the BHZ channel is around −125 dB for DEPAS instruments and −155 dB for INSU instruments. These values are before correction for tilt or sea floor compliance (Crawford and Webb, 2000) . At periods longer than 20 s, noise levels on BHZ show little amplitude variation over the deployment period, with a variance of roughly 10 dB at most stations (Fig. 9) .
Horizontal seismometer channel
Noise on the horizontal seismometer channels is much higher than on the vertical for both instrument types. Horizontal components show mean noise levels between −100 and −115 dB for DEPAS OBS, and around −135 dB for INSU instruments (at 40 s period). The variance is on the order of 20 dB and shows clear seasonal variations (Fig. 10) .
Tilting of the instrument, e.g. caused by underwater currents shaking the OBS frame (Duennebier et al., 1981; Trehu, 1985; Webb, 1998) affects the horizontal channels much more than the vertical component, so the higher horizontal noise level is expected.
Hydrophone channel
The spectra of DEPAS hydrophones and INSU differential pressure gauges are rather similar across the entire frequency range, both in general shape and in absolute decibel levels (see Figs. 9, C1, C2 and C3). This is in marked contrast to the large differences in seismometer noise levels between DEPAS and INSU instruments, and again points to a tilt origin or self-noise for the DEPAS seismometer noise, since tilt would hardly affect hydrophone records.
The pressure noise at DEPAS hydrophone RR26 is even slightly lower than at the near-by INSU RR28 (Fig. 9) . In general, hydrophone noise levels are approximately 5 dB lower on DEPAS stations than on INSU stations in the period range of 12-40 s (see Fig. C2 in the appendix). This is true for the DEPAS hydrophones in general, with the exception of only a few noisy outliers that had individual problems. The Figure 9 . Probabilistic power spectral densities (PPSDs) for a DEPAS station (RR26, left column panels) and an INSU station (RR28, right column panels). PPSDs are composed of hour-long power spectra stacked over the entire deployment interval. Colour marks the frequency of occurrence of different noise levels, where purple indicates relatively rare, and red relatively frequent (McNamara and Buland, 2004) . Black curves mark the upper and lower bounds of the New High and Low Noise Model of Peterson (1993) . The two instruments were installed within 150 km of each other, in an abyssal plain 300 km south-west of La Réunion island (cf. Fig. 1 ). At periods longer than 5 s, the INSU seismometers are much quieter than the DEPAS instrument (see Sect. 4). By contrast, the pressure channel BDH of the two models (hydrophone for DEPAS, differential pressure gauge for INSU) shows very similar noise levels. A poster with PPSDs for all stations is available on ResearchGate (Stähler et al., 2015) and as an Supplement to this paper.
overall lower noise level can probably be explained by completely different instrument types (hydrophones on DEPAS versus differential pressure gauges on INSU stations).
Temporal noise variations
We expect two sources for temporal noise variations: (1) varying wave heights due to storm activity, which affects mostly the microseismic noise band. (2) Water currentinduced tilt, which creates long period noise. Figure 10 shows the temporal evolution of noise levels between October 2012 and October 2013 at DEPAS station RR01 near La Réunion (depth 4298 m), between 2 and 60 s). In the secondary microseismic noise band (2-10 s period), peak noise intervals coincide with cyclone passages during southern summer (blue frames). Cyclones are tropical storms, the Indian Ocean equivalent of hurricanes and typhoons. Their correlation to microseismic noise is most pronounced on the BHZ component. In fact, Davy et al. (2014) were able to track the path of a cyclone across the RHUM-RUM network using recordings of secondary microseismic noise only.
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By contrast, peak noise episodes in the 20-60 s band show no clear correlation with cyclone passages. Rather, the highest levels occur during southern winter (March to September), out of cyclone season. Seasonal variations in deepsea currents might explain tilt noise at these lower frequencies. The HYCOM-based global ocean circulation model (GLBa0.08/expt_90.9) (Cummings, 2005) does predict more episodes of strong currents at RR01 during southern autumn, (Fig. 10 bottom) , but its absolute velocity values would appear low for effectively shaking an OBS. However, global ocean circulation models for this region have very poor resolution in the bottom layer, so that true bottom currents may be different. A recent measurement of current profiles at 23 • S, 48 • E (Ponsoni et al., 2015) suggests that bottom velocities generally do not exceed a few cm per second in the region (L. Ponsoni, personal communication, 2015) . Unfortunately, the nearest RHUM-RUM station, (RR23) failed to deliver seismograms for comparison.
Discussion of the different noise levels
The relative stronger overall noise on the DEPAS instrument affects the usability of the OBS for waveform tomography and analysis of long-period waveforms. Hence its causes are of interest to future users of the pool and for instrument developers. We discuss four potential differences between the two instrument types:
The gimbal system: if the gimbal system were not stable enough, it could cause additional noise on all components. This hypothesis cannot be proven or falsified, since the CMG-OBS40T cannot be tested outside its gimbal. Experience shows that this would rather cause high-frequency noise.
The data logger: the data loggers of the DEPAS and the INSU OBS could have different self-noise levels.
Again, this cannot be tested, since we have no data from other loggers available. But similar to the gimbal system, this would rather affect the high-frequency end of the spectrum, which is similar for both types.
OBS tilt: the integration of the seismometer into the OBS frame makes the DEPAS instruments more susceptible to current-induced tilt. Seasonal variations on the noise level of the horizontal channels can be seen in Fig. 10 and in the cloudy look of the PPSDs beyond 10 s in Fig. 9 . However, tilt noise should affect horizontal channels much more strongly than vertical ones, which is indeed the case for the INSU instruments. For the DE-PAS instruments, the vertical noise is too high to be explained by tilt alone.
Seismometer self noise: the CMG-OBS40T is a 60s wideband instrument, based on the 10 s CMG-40T. While the self noise of the latter is below the New Low Noise Model (NLNM) for periods shorter than 10s, onshore experiments with one of the CMG-OBS40Ts showed self noise of −140 dB at 10 s period, which is far above the NLNM. This strongly suggests that the reduced power consumption of the OBS40T comes at the price of a significantly increased self-noise level. High selfnoise probably explains the larger part of the excessive noise on the vertical channel in our experiment.
To summarize, we expect the high noise level of the DEPAS instruments to be caused by a combination of tilt and instrument self noise, where the former dominates the noise on the horizontal channels and the latter the noise on the vertical channel. The fact that the variability of noise on the horizontal channels is comparable between the two instrument types suggests that the susceptibility to currents is similar, albeit slightly higher on the DEPAS instrument package. The usage of a compact wideband sensor in the LOBSTER instruments has the advantage of a much lower power consumption, at the price of a strongly increased noise level beyond 10 s. More detailed analysis of the effect of sensor integration would require usage of a more broadband sensor in the DE-PAS instrument package.
Conclusions
From October 2012 to November 2013, the RHUM-RUM experiment deployed and successfully recovered 48 German DEPAS and 9 French INSU broadband ocean-bottom seismometers around La Réunion, western Indian Ocean, making this the largest deployment of either instrument type, and the only joint experiment. Overall network performance was very satisfactory, but a number of technical issues have been described here, including blocked levelling mechanisms, data logger malfunctioning, and loss of clock synchronization.
For the first time, we publish instrument response information on the DEPAS OBS, which allows to calculate the true ground displacement in a wide frequency range.
This shows that at periods longer than 10 s, the INSU OBS are much quieter than the DEPAS instruments, on all three seismometer components. No such difference in data quality exists for the hydrophones and differential pressure gauges, which both worked extremely reliably. The increased longperiod noise on the DEPAS seismometers can be explained by the surprisingly high instrument self-noise on the all channels of the Güralp CMG-OBS40T sensors and partially by a higher susceptibility to current-induced tilt of the whole OBS.
In the microseismic noise band, peak noise intervals can be attributed to tropical storm activity (cyclones), whereas no clear correlation with cyclones was found at lower frequencies, where tilt and self-noise dominates (20-60 s period band). A possible cause for instrument tilt is the action of ocean-bottom currents, which are predicted to peak in southern winter just like the tilt noise, but global ocean circulation models are not sufficiently constrained to test this hypothesis in more detail.
The RHUM-RUM data set has been assigned FDSN network code YV and will be freely available by the end of 2017. Data and detailed StationXML meta-data files are hosted and served by the RESIF data centre in Grenoble (http://portal.resif.fr/?RHUM-RUM-experiment&lang=en).
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While conceptually straightforward, instrument corrections can be non-trivial in practice because filter description can be complex, and their specifications must exactly match the format expected by the software used to apply the corrections.
A1 Seismometers
Assuming that the seismometer is a causal linear timeinvariant system, its response can be described by a series of poles p m and zeros r n :
In Eq. (A1), S d,inst is the sensitivity at reference frequency f r with dimension counts (ms −1 ) −1 . A 0 is a dimensionless normalization constant, which normalizes G(f ) to 1 at reference frequency f r . Following convention, we defined f r = 1 Hz = (2π ) −1 (rad s −1 ). The M poles p m and N zeros r n describe the frequency-dependency of the response. Values for each instrument can be queried sending its serial number email to caldoc@guralp.com. Note that these data sheets contain the frequencies of the poles and zeros in Hz, while the StationXML format prefers them in rad s −1 . All DEPAS seismometers that functioned had the same M = 4 poles and N = 2 zeros as described in Table A1a, with the exception of RR13 that had M = 5 (Table A1b) and RR22 with M = 6 poles (Table A1c) 1 .
Poles and zeros characterize the first, analogue stage of an instrument; subsequent digital filter stages characterize the ADC (Analogue to Digital Converter) and digital processing units of the data recorder. For the seismometers, the analogue filter stages were obtained from the manufacturers Güralp and Nanometrics, and are compared in Fig. 4 .
We follow the SEED reference manual's Appendix C (Ahern et al., 2012) to describe the response G(f ) in frequencydomain. The total transfer function is the product of complex response functions for the instrument, ADC and FIR decimation stages:
The gain or sensitivity S d,inst is channel specific and is determined by Güralp before delivering the instrument. For our instruments, a typical value is 1980 V(ms −1 ) −1 with an instrument-specific variance of 15 V(ms −1 ) −1 .
The analogue seismometer signal was converted to digital counts by a SEND GEOLON-MCS data logger. This conversion is assumed to have a flat response curve: −5800 -10/11 −4300 ± 4400 i -
The sensitivity of this stage is S d,ADC = 3.62 × 10 5 counts V −1 , resulting in an overall sensitivity for the LOB-STER seismometers of roughly 7.4 × 10 5 counts (m s −1 ) −1 at reference frequency f r = 1 Hz (see Fig. 4 ).
The decimation of the digital signal to the recording frequency is described by a series of N FIR FIR decimation filters. The kth digital filter stage has L k coefficients b l,k , decimating an input signal of sampling rate t i . The total FIR response is the product of the individual FIR stages:
For the DEPAS instruments, the decimation from 512 kHz to 50 or 100 Hz is described by 8 (100 Hz) or 9 (50 Hz) FIR stages of uniform sensitivity S d,FIR,k = 1, such that the sensitivity is only affected by the instrument and ADC stages. Tables A1d and e ). The p m and r n were taken from the Trillium-240 user guide, which applies to the 240OBS as well. The sensitivity is S d,inst = 598.45 V(ms −1 ) −1 . This is half the value specified in the user guide, since the OBS were connected single-ended. The analogue gain is 0.225 for the horizontal channels and 1.0 for the vertical channel, to maximize the vertical sensitivity while avoiding clipping on the horizontal channel. The sensitivity of the CS5321-2 A/D converter is 1 165 080 counts V −1 , resulting in an overall sensitivity of 6.97 × 10 7 counts(m s −1 ) −1 on the horizontal and 1.57 × 10 8 counts/(m s −1 ) −1 on the vertical channels, both at reference frequency f r = 1 Hz. The decimation from 8000 to 62.5 Hz is implemented by 7 FIR stages of uniform sensitivity.
A2 DEPAS hydrophones
The responses of the hydrophones and differential pressure gauges are also given by Eq. (A2), though with a different instrument response G inst,h (f ), that has to be calculated separately for each instrument, as briefly explained here: a hydrophone measures pressure variations via a piezo element, which has a sensitivity of S d,hyd in V Pa −1 . Below its corner frequency (typically in the kHz range), its equivalent circuit is a capacitor C hyd . Together with the input capacity of the amplifier C amp , the system has the total capacitance
With the input impedance R of the sensor, the system forms a high-pass filter with a transfer function
equivalent to Eq. (A1) with a single pole
and one zero r 1 = 0 rad s −1 . The capacitance C hyd is instrument-specific. The reference value from the manufacturer HighTechInc is C hyd = 45 nF. Before sale, every hydrophone is calibrated, which showed a mean value C hyd = 56.3 nF with a sample standard deviation of 3.5 nF amongst the 60 instruments in the DEPAS pool. The input resistance R of the data logger was either 210 or 500 M , depending on the instrument version.
The sensitivity S h is different for each hydrophone, around 185 µV Pa −1 with a sample standard deviation of 8 µV Pa −1 amongst the DEPAS instruments. DEPAS supplied us with values for S d , R and C hyd for each instrument. From those, we calculated poles, zeros and sensitivities, which are listed in the dataless SEED and StationXML files available from the RESIF data centre. Geomar instruments were equipped with a similar hydrophone model, HTI-01-PCA from the same manufacturer. Its nominal values is C hyd = 50 nF and since no individually calibrated responses were available, we used the average value of the other HTI-01-PCA in the DEPAS pool, resulting in S d = 199.5 µV Pa −1 and p 1 = 0.10774 rad s −1 . This applies to the Geomar OBS (RR33, RR39, RR53 and RR56) as well as to RR45 and RR55, where Geomar hydrophones were attached to LOB-STER OBS.
A3 INSU differential pressure gauges
Differential pressure gauges (DPGs, Cox et al., 1984) are hand-manufactured in research laboratories and their sensitivity and low-pass frequency are challenging to calibrate. The DPGs in stations RR28 and RR29 were manually calibrated on land by comparing their impulse response to that of an absolute pressure gauge in a vacuum jar. Since the lowpass frequency is highly dependent on the viscosity of the oil in the gauge and this viscosity may change with temperature and pressure, it is not sure that these values accurately reflect the instrument response at the seafloor, although visual comparison with the DEPAS hydrophone PPSDs does not suggest significant error. The DPGs on the other sensors were not calibrated and the instrument responses given are therefore the same as those for station RR28. This practice is the same as that used by other OBS facilities (e.g. Godin et al., 2013) , but it leaves a significant uncertainty in the converted signal amplitudes.
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from laboratory experiments. Hence we re-ran several data recorders after their return to the DEPAS lab at AWI Bremerhaven, in an attempt to measure their clock drifts. Only seven data loggers were available (RR06, RR11, RR41, RR43, RR44, RR45, RR55); the remainder had been redeployed in new experiments. Attached to their original lithium batteries and a seismometer, the recorders were run for 7 days, and then for another 33 days. Table B1 shows the skews measured after the two runs, linearly extrapolated to a hypothetical run time of 365 days.
For 6 out of 7 stations, skew values from the two runs agree to within less than 0.1 s. The exception is RR44, where the skews disagree by more than one second (−0.50 s from the 7-day run, versus +0.55 s from the 33-day run). For RR11, a skew of +0.61 s had been obtained upon OBS recovery (see Table 3 ), as compared to −0.15 and −0.21 s in the two lab runs (Table B1) , which means mutual consistence to within 0.8 s, an uncertainty as large as the skew estimates themselves. No skew upon recovery was available for the remaining six recorders.
Most lab skew values in Table B1 are rather small in magnitude, compared to skews obtained during the field campaign in Table 3 . This pattern is consistent with the direct comparison available for RR11, and hints at a systematic difference between seafloor runs and lab runs. In either setting, the clocks tend to run too fast, as indicated by mostly positive skew values (upon recovery, the elapsed recorder time is larger than the elapsed GPS time). But clocks on the seafloor ran even faster than clocks in the lab. (Note that only DEPAS stations in Table 3 should enter this comparison, since INSU recorders are of a different make.)
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